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unit in a developing country
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duration of recording
D. W. Steyn, H. J. Odendaal
Objective. To determine the role of computer-assisted
cardiotocography in an obstetric special care unit and its
influence on inter-observer variation in interpretation,
proposed management and monnoring time.
Design. A prospective comparative study.
Setting. The obstetric special care unit, Tygerberg
Hospital, W. Cape.
Study population. A group of 10 registrars in obstetrics
who have had experience in the interpretation of both
standard and computer-assisted cardiotocographs.
Main outcome measures. The influence of method of
cardiotocograph recording on inter-observer variation in
respect of suggested management of the patient, as well
as the observer's opinion of the duration of the recording.
Results. Variation in suggested management decreased
significantly after assessment of the computer reports,
compared with the standard cardiotocographs. While
delivery was regarded to be indicated in 3.5% of patients
and an immediate repeat of the cardiotocograph in a
further 10%, no such action was proposed after evaJuation
of the computer reports of the same recordings.
Thirty-four per cent of tracings were considered to have
been too long and 12.5% too short. However, suggested
management in 40% of the latter cases seemed
inappropriate for tracings regarded as of too short a
duration.
Conclusion. While computer-assisted cardiotocographs
significantly decrease inter-observer variation in the
proposed management of patients, its cost·effectiveness
in an obstetric speciaJ care unit in a developing country
should be vaJidated, as it might increase monitoring time.
S AIr Med J 1996; 86: 172·175.
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Antepartum fetal heart rate (FHR) monrtoring is wideiy used
for fetal surveillance, aJthough its benefits have yet to be
convincingly proved in randomised controlled trials. One of
the most important deficiencies, which certainly contributes
to inconsistencies between the test interpretation and
eventuaJ neonatal outcome, is the considerable inter- and
intra-observer variation in assessment.'2 Repetition of the
recording regularly assists in early diagnosis of fetal distress
in some cases of abruptio placentae in patients with severe
pre-eclampsia remote from term who are managed
expectantly.3 This approach requires meticulous observation
of maternal and fetal condition, which is best achieved in an
obstetric special care unit (OSCU).' Locally, we routinely
repeat the non-stress test (NST) every 6 hours in these
patients as abruptio placentae may develop suddenly, even
in a patient who had a reactive NST earlier the same day.
These tests are assessed by the registrar who rotates
through the OSCU in consultation with one of the two
consultants on call at the OSCU. Recently a
cardiotocograph unit equipped with a programme for
computer analysis of the FHR was established at our
obstetric high-risk unit. Among the major reported
advantages of this system, the Sonicaid System 8000, are
the objective reporting of certain parameters which should
facilitate management and the monitoring time which could
possibly be saved.~ It has also been demonstrated that the
long-term as well as short-term FHR variability, as
determined by the computer, correlate well with fetal
condition. Prolonged low FHR variability has been
associated with hypoxaemia, and progressive deterioration
precedes fetal death.~ Normal and abnormal values for long-
as well as short-term FHR variability have been determined
and validated.s
A study was undertaken to determine to what extent the
method of cardiotocography and the reporting thereof
influence inter-observer variation in interpretation as well as
decisions on patient management, and also to define the
place of the Sonicaid System 8000 in the cost-effective
management of the high-risk obstetric patient.
Materials and methods
Permission was obtained from patients in the OSCU with
severe pre-eclampsia to record the FHR simultaneously with
the Hewlell-Packard model 8041 and the Sonicaid System
8000. The technique of acquiring and analysing the data has
been presented in detail elsewhere.6 In essence, the
computer fits a baseline to the trace, recognises
accelerations and decelerations according to their definition,
and caJculates the FHR range in milliseconds for each pulse
interval of 3.75 seconds, referred to as an epoch. The overall
long-terrn Variability is indicated as the mean minute range
(MMR) and is determined as the mean of the differences
between the minimum and maximum epochal FHR range in
each minute. An overaJl MMR of > 30 milliseconds is
regarded as normal, between 20 and 30 miliiseconds as
equivocal and < 20 milliseconds as abnormal. The short-
term variability is calculated as the mean of the FHR
differences between each two successive epochs. The
computer collects the information for as long as 60 minutes.




Table I. Suggested management of patients according to
physician's own interpretation of the eTG
Table Ill. Proposed management after evaluation of the computer
analysis of CTGs compared with proposed management after own
evaluation of standard CTGs
Table 11. Suggested management of patients according to the
physician's interpretation of the computerised analysis of the












No immediate action Immediate action
required required
Repeat Repeat Repeat
CTG CTG CTG Deliver
Original after before imme- imme-
report category 6hrs 6 hrs diately diately
Reactive 73 10 0 0
Non·reactive 56 38 0 0
Uncertain of
category 14 8 0 0
Total 143 56 0 0
CTG '" Can:fiotoc:ogra
Original category More expectant
No immediate action Immediate action
required required
Repeat Repeat Repeat
CTG CTG CTG Deliver
after before imme- imme-
Report category 6hrs 6hrs diately diately
Reactive 83 0 0 0
Non-reactive 51 30 8 5
Uncertain of
category 0 8 12 2
Total 134 38 20 7
CTG '" Cardiotocograph.
after assessment of the standard recordings was statistically
significant (P < 104 (Table 11). When all 199 reconds available
for analysis were considered, unchanged treatment was
suggested in 137 cases, while more active management was
proposed in 21 cases and more expectant management in
41 cases (Table lIi). Of the 27 rec9rdings where prompt
reaction was regarded as appropriate initially, 16 would now
only be repeated after 6 hours and the remaining 11 later
but in less than 6 hours' time (Table IV). In 5 of the 7 cases
where delivery was originally considered to be warranted,
routine management was considered sufficient after
computerised analysis. In the remaining 14 cases where
more expectant management was decided upon, a decision
was taken to repeat the NST routinely instead of in less than
6 hours. More active management invariably involved
repeating the NST at a later stage, but earlier than the 6
hours that were originally suggested.
Of the 199 reports based on own interpretation that were
returned by the 10 participants, 83 were reported to be
reactive, 94 non-reactive while in 22 cases there was
uncertainty regarding the category (Table Q. This
classification significantty influenced the proposed
management of the patient, with immediate action planned
in 13 (13.8%) cases where the NST was regarded as non-
reactive and in 14 (63.6%) where the physician was
uncertain (P =1.85 x 10"', OR =10.9, 95% CL =3.44-
35.88). This difference was even more significant when
compared with reactive tests where no immediate action
was planned (P = 0.0008 compared with non-reactive tests
and P < 1Q-l5 compared with tests where the category was
uncertain). No immediate action, erther repeat of NST or
delivery, was anticipated after evaluation of the Sonicaid
System 8000 anaiysis of the same recondings. The
difference in intended management from that suggested
Results
thereafter. Should the record appear normal at any stage
according to the system's criteria, referred to as the Dawes
and Redman criteria (DRC), advice is given to stop the
recording. Alternatively, the advice to continue recording is
given.
Termination of the recording in this study depended on the
ORC of fetal well-being being fulfilled, and its duration was
thus determined by the Sonicaid System 8000.6 Twenty
tracings were collected in each group. The purpose of the
double recording was not revealed and the Sonicaid
recordings were used for patient management. The
registrars who, at the time of the study, had already worked
in the OSCU since the introduction of the Sonicaid System
8000 were selected to participate in the study. The clinical
situation given to participants was similar for each patient,
to exclude other factors which might have influenced the
management. The NST was said to have been that of a
patient with severe pre-eclampsia at 32 weeks' gestation.
Her condition was stabilised and the only reason for delivery
would be the nature of the NST. The next NST would be
recorded in 6 - 8 hours' time unless otherwise decided by
the participant. Collaborators were asked to categorise each
NST as reactive or non-reactive, or to state if they were
uncertain. Appropriate action to be taken had to be outlined
as immediate (either delivery or continuation of the NST with
delivery as option if the pattern persisted or deteriorated) or
routine (next assessment at a later stage either after 6 hours
as suggested or at a later stage but earlier than the 6 hours
as suggested). The length of recording had to be specified
as too long if the recording could have been stopped earlier
without influencing the categorisation of the NST, as too
short if a decision could not yet be made, or as adequate if
the recording was long enough to make a decision but a
decision would not have been possible had the recording
been stopped earlier. Two weeks later the computerised
numerical reports were given to the 10 registrars. They were
asked to state what their action would be, given the same
Clinical situation as before.
Proportions were compared using the Xl_test, the odds
ratio (OR) and 95% confidence limits (CL), or the Fisher
exact test where numbers were small.
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Table IV. Suggested management of 27 patients where immediate
action was initially deemed necessary after the physician's
interpretation of the computerised analysis of the CTG
Proposed management after evaluation
of Sonicaid System 8000 analysis
Repeat Repeat later






















The median duration of the recordings was 18 minutes
(range = 10 - 60 minutes) and the mean 30.39 minutes. The
median duration of recordings regarded as too long (38
minutes, range 10 - 60 minutes) was significantly longer than
the time of both those regarded as too short (18 minutes,
range 10 -60 minutes) and those regarded as of adequate
length (16 minutes, range 10 - 60 minutes). During the
particular month during which the study was conducted,
453 NSTs were performed with the Sonicaid System 8000 in
our OSCU. Of these, 60 (13.2%) had not met ORC at 60
minutes and 113 (24.9%) took more than 30 minutes to do
so. One hundred and fifty-two (33.6%) met the DRC after 10
minutes. The median duration was 18 minutes and the mean
24 minutes.
Table V. Evaluation of duration of CTGs compared with initial
categorisation of standard CTGs by a group of registrars
Table VI. Suggested management of patients according to
physician's own interpretation of the duration of the CTG
No immediate action Immediate action
requirecJ required
Repeat Repeat Repeat
CTG CTG CTG Deliver
Opinion on after before imme- imme-
duration 6hrs 6hrs diately diately
Too long 55 9 2 2
Too short 4 6 14 1
Adequate 75 23 4 4- -
Total 134 38 20 7
CTG == Cardiotocograph.
In 12 of the 20 recordings analysed by the participants
themselves, all 10 were unanimous that no immediate action
was indicated. However, there was no unanimity in respect
of those cases in which urgent action was deemed
necessary. After the computer analysis became available, all
individuals agreed that no immediate measures had to be
taken (P = 0.0016).
Recording time was considered to have been adequate in
106 (53.3%) cases, too long in 68 (34.2%) cases and too short
in 25 (12.7%) cases (Table V). However, in 10 (40%) cases
where recording time was considered to be inadequate, no
need was seen for immediate action (Table VI). Nine of these
tests were reported to be non-reactive and in 1 case the NST
was categorised as uncertain. In 8 of the remaining cases
uncertainty prevailed regarding the category of the NST, while
the other 7 were regarded as non-reactive. In the 22 cases
where there was uncertainty about the category of NST, only 9
were considered to have been stopped too early and 11 to be
of adequate length. Of the 12 cases among these 22 in which
it was recommended that recording be repeated immediately,
4 were reported to have recordings of satisfactory length; 1
was even thought to have been too long.
Discussion
The major purpose of this study was to define the extent of
inter-observer variation in interpretation of the NST and to
assess the influence of computer-assisted analysis on the
former, as well as their influence on decision-making in
patient management. The absolute endpoint, namely
perinatal outcome, was not assessed.
The availability of computer analysis significantly
decreased inter-observer variation as far as the suggested
management is concerned. Approach to management was
more expectant. with 7 probable deliveries prevented. In 5 of
these 7 cases routine repetition was recommended. After
the computer analysis became available, there .was
complete agreement on the lack of indications for urgent
intervention, no doubt the result of the numerical report of
FHR variability together with guidelines supplied about the
normality of the various parameters analysed by the
computer programme.
It has been suggested that FHR monitoring might lead to
increased interventions.7 Indiscriminate use in pregnancies
of 32 weeks' gestation or less might have serious
consequences for neonatal units, especially where access to
neonatal intensive care is limited, such as in the developing
world. While it is gratifying that the Sonicaid System 8000
decreases inter-observer variation, any new system should
be validated before being introduced into a population in
which it has not been tested. The typical growth-retarded
fetus of the mother with severe pre-eclampsia of early onset
often illustrates a non-reactive pattern which is not
necessarily a sign of fetal distress, but which could be an
indication of fetal adaptationY
Approximately one-third of the records were thought to
have been of longer duration than was necessary for
evaluation, meaning that the interpreter was of the opinion
that the same clinical decision could have been taken at an
earlier stage of the recording. Six (30%) of the 20 recordings
used were 60 minutes long. The average duration was 30.39
minutes (median 18 minutes). As the length of recording was
determined by the Sonicaid System 8000, this might lead to
logistical problems if the new system is applied in the exact
way as the old one. Le. as much as 4 hours or more of
recording time per patient per day. The same tendency was
noted when all the recordings for the month were
considered (mean == 18 minutes).
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justified when the observer is still uncertain about the
interpretation, or the fetus is judged to be in immediate
danger. It would therefore be reasonable to expect that
these tests would all be reported as of uncertain origin and
that proposed management would be immediately to repeat
the recording or to deliver the fetus. The fact that this was
not the case in 10 (40%) of the 25 cases is difficult to
explain but is probably due to inadequacies in the
classification of NSTs or to inconsistencies in participants'
decision-making. This is supported by the responses to the
duration of records where the observer was uncertain of the
category and felt that immediate repetition was indicated. It
therefore seems that a report of too short a recording was
justified by the proposed management in only 15 of the
cases (7.4% of all cases). While these discrepancies could
reflect on the level of experience of the interpreters, they
apparently occurred only where the opinion was that a
specific tracing was too short. Where the duration of a
tracing was regarded as too long, the action seemed more
appropriate. Three of the 4 cases where immediate action
was considered necessary, in spite of the tracing's being
regarded as -too long (Table VI), occurred in patients where
the ORe had not been met after 60 minutes. The
participants felt that the variability was so poor that the
tracings had been allowed to continue for too long before
the doctor was called. It could possibly be argued that
inconsistencies in response to recordings regarded as of too
short a duration might reflect the inexperience of the
interpreters. However, in such a case, it does not necessarily
invalidate their opinion that specific tracing is too long, as it
might also be reasoned that a cautious observer would be
rather less inclined to give such a report. Obviously no
definite conclusions can be made, but the question remains
as to whether the proven benefit of decreased monitoring
time with the Sonicaid System 8000 could be made
applicable to our own circumstances. Clearly, more studies
are needed.
The exact application of a computer-assisted
cardiotocograph system in an OSCU in a developing country
is not clearly defined. While it undoubtedly contributes to a
reduction in the variation of proposed management by
different observers, the possibility exists that it might take
longer to perform if recording is to be continued till the ORC
are met.
REfERENCES
1. Trimbos J8, Keirse MJNC. Observer variability in assessment of antepartum
cardiotocograms. Br J Obster Gynlleco/1978; 85; 900-906.
2. BOf'gona L, Shrout PE, Divon MY. Aeliability and reproducibility of non-stress test
readings. Am J Obstet Gynecol 1988: 159; 554-558.
3. Odendaal HJ. Pattinson RC. Du Toit A, Grove D. Frequent fetal heart-rate
monitoring for early detection of abruptio p!<u::entae in severe proteinuric
hypertension. S AIr Med J 1988; 74: 19-21.
4. Odendaal HJ. Paninson RC. 8arn R, Grove D. Kotze TJvW. Aggressive or
elCpectanl management far patients with ~vere preeclampsia between 28-34
weeks' gestation. Obster Gyneca/l990; 76: 1070-1075.
5. Dawes GS. Computerized measurement of fetal heart rate variation antenatalty and
in labour. In: Bonnar J, ad. Recent Advances ill Obstern·cs and Gynaecology.
Edinburgh: Churchill Uvingstone, 1992: 57~8.
6. Street P. Oawes GS. Moulden M, Aedman CWG. Short-term variation in abnarmal
fetal heart rate records. Am J Dbster GynscoJ 1991; 165: 515-523.
7. MOhide P. Keirse MJNC. 8iophysical assessment of fetal well-being. In: Chalmers I.
Enkin E, Keirse MJCN. eds. Effective Care in Pregnancy and Childbirth. Oxford:
Odore! University Press. 1989: 477-492.
8. Odendaal HJ. Correlation between fetal heart rate patterns and neonatal umbilical
artery blood gases. In: Proceedings of tlle Beventh Conference on Priorities in
Perinatal Care in South Africa. Johannesburg: University of the Witwatersrand,
1992: 54-58.
Accepted 16 Nov 1993.
SAMJ
ARTICLES
High frequency of the
median artery of the
forearm in South African
newborns and infants
B. J. George, M. Henneberg
In a sample of 60 neonates and infants from black
communities in the Johannesburg area, the median artery
of the forearm was found in 50% of individuaJs (11.7% in
one forearm only, 38.3% in both forearms). The frequency
per forearm was 44.2%, much higher than that found in
any previous study, even among adults from the same
community (27.1 % per forearm). The artery occurs
bilateraJly significantly more often than it does in one
antimere only. There are no differences in its frequency
between sexes or between antimeres. The artery provides
an additional route of blood supply to the forearm that
should be kept in mind by hand surgeons. It can aJso be
harvested for vascular grafts.
S Afr Med J 1996; 86: 175-176.
Practitioners tend to regard anatomical structure of the
human body as rigidly determined. It seems natural to refer
to a standard text in order to learn about a particular
anatomical arrangement in a particular patient. Human
anatomy is variable from individual to individual and seems
to undergo changes between generations.' KnOWledge of
variations in the anatomy of organs, muscles, nerves,
vessels etc_ is useful for diagnosis and in surgical
procedures.2
We recently reported3•4 a 27% frequency of the median
artery of the forearm among adult South Africans. Acting as
a third route of blood supply to the hand, this vessel may be
of importance in cases of hand and wrist injuries requiring
surgical repair of arteries. Since it lies in a relatively
superficial position in the distal foreann, the artery may also
be harvested for vascular grafts.
The large median artery supplying blood to structures in
the forearm and the hand was reported by other authors to
have an incidence ranging from 2.2%5 or 4.4%6 to 8.3%7.6
and 20%.' The very high frequency of the median artery
found by us needs to be confirmed by further study of
individuals from the same population. This paper reports on
the frequency of the median artery in a group of South
African neonates and infants.
Biological Anthropology Research Programme, Department of Anatomy
and Human Biology, University of the Witwatersrand, Johannesburg
B. J. George, B.D.S.• PH.O.
M. Henneberg. PI·W., D.SC.
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